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Biocompatibility  Testing  of  Polymers: 

In  vitro  Studies  with  in  vivo  Correlation 

ROBERT  M.  RICE,*  ANDREW  F.  HEGYELI,**  STUART  J. 
GOURLAY,f  CLARENCE  W.  It.  WADE,  JAMES  G.  DILLON,  J 
HOWARD  JAFFE,§  and  R.  K.  KULKAllNI,  U.  S.  Army  Medical 
Bioengineering  Research  & Development  Laboratory,  Fort  Detrick, 
Frederick,  Maryland  21701 


Summary 

An  in  vitro  method  has  been  developed  for  screening  of  candidate  biomaterials 
in  an  early  phase  of  their  development.  The  test  is  based  on  L-929  mouse 
fibroblast  cultures  and  their  response  to  powdered  polymer  samples.  It  applies 
microscopic  observation  for  the  detection  of  morphological  changes,  uses  dye 
exclusion  testing  for  cell  viability  determination,  and  utilizes  estimation  of 
population  doublings  as  an  end  point.  The  test  is  shown  to  be  reliable  and 
reproducible  and  is  compared  to  in  vivo  implantation  studies  in  rats,  previously 
reported. 

INTRODUCTION 

In  the  development  of  biomaterials  for  eventual  use  in  humans, 
thorough  testing  for  biocompatibility  in  experimental  animals  before 
the  initiation  of  human  studies  is  necessary.  If  unsuitable  materials 
art;  not  eliminated  by  screening  tests  at  an  early  phase  in  their 
development,  extensive  sums  of  money  and  valuable  time  could  be 

* Present  address:  USAMItlll),  Fort  Detrick,  Frederick,  Md.  21701.  Author 
to  whom  all  correspondence  should  be  addressed. 

**  Present  address:  NCI/NIH,  Division  of  Cancer  Control  and  Rehabilitation, 
Silver  Spring,  Md.  20910. 

t Present  address:  LAIR,  Department  of  Surgery,  Presidio,  San  Francisco, 
Calif.  94129. 

t Present  address:  FDA,  Bureau  of  Medical  Devices  and  Diagnostic  Products, 
Silver  Spring,  Md.  20910. 

§ Present  address:  USDA,  ARS,  CBCO,  BARC-East,  Beltsville,  Md.  20705. 
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wasted  on  the  development  of  materials  to  find  that  the  final  stage 
of  animal  testing  shows  the  material  not  fit  for  human  use. 

Tissue  culture  test  systems  for  screening  of  candidate  materials 
for  biocompatibility  are  increasing  in  popularity,  and  the  addition 
of  in  vitro  methods  of  biocompatibility  testing  in  standard  in  vivo 
methods  can  increase  test  accuracy  because  of  their  greater  sensi- 
tivity.1-5  It  cannot  be  expected  that  a single  in  vivo  or  in  vitro 
test  will  always  predict  the  response  in  humans  to  the  material; 
however,  the  use  of  a series  of  tests  will  increase  the  probability  of 
accurately  classifying  a material  as  biocompatible.6  In  the  develop- 
ment of  polymeric  materials  for  tissue  adhesives,  surgical  sutures 
and  other  surgical  repair  materials,  the  U.S.  Army  Medical  Bio- 
engineering Research  and  Development  Laboratory  found  in  vitro 
testing  valuable  when  used  as  an  adjunct  to  in  vivo  testing  for 
degradation  studies  of  biomaterials.7-11  The  purpose  of  this  work 
was  to  develop  a tissue  culture  screening  method  to  predict  the  bio- 
compatibility of  polymers  during  early  phases  of  development. 

Three  principal  tissue  culture  methods  have  been  used  for  testing 
of  biomaterials:  1)  agar  overlay  technique;2’312  2)  direct  contact  of 
cells  with  the  surface  of  the  biomaterial;13’14  and  3)  radioactive 
tracers.18’16  These  methods  are  applicable  to  fabricated  prototype 
materials.  In  using  a tissue  culture  method  as  a screening  technique 
in  the  development  of  polymeric  materials,  it  would  be  better  to 
have  a technique  to  test  materials  in  particulate  form.  Of  the  three 
methods  mentioned  above,  only  the  radioactive  tracer  technique 
could  be  utilized.  Whenever  radioactive  materials  are  used,  special 
equipment  and  laboratory  safety  techniques  are  necessary.  There- 
fore, a method  whereby  cellular  functions  were  monitored  by  other 
means  was  developed.21 

Microscopic  observation,  dye  exclusion,  and  population  doubling 
(P.D.)  determinations  were  the  methods  utilized  to  assess  the  effect 
of  the  polymeric  material  on  the  following  cellular  functions:  attach- 
ment, viability,  and  division.  These  parameters  were  used  to  de- 
velop a tissue  culture  test  for  application  as  a screening  test  in  con- 
junction with  a short  term  in  vivo  implantation  study18  to  predict 
the  biocompatibility  of  a material.  This  study  was  conducted  blindly 
with  powdered  polymers  in  conjunction  with  the  in  vivo  evaluation  of 
the  same  materials18  and  the  in  vitro  and  in  vivo  results  were  cor- 
related. 
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MATERIALS  AND  METHODS 

Table  I identifies  the  polymers  evaluated  as  well  as  their  source. 
Polymers  were  tested  in  powdered  form,  and  approximately  10  mg 
of  each  polymer  was  placed  in  a #3  gelatin  capsule  (Parke,  Davis 
& Co.,  Detroit,  Mich.).  Capsules  were  individually  heat-sealed  in 
plastic  envelopes  and  sterilized  with  7-radiation  (1.5  Mrad)  from  a 
60Co  source. 

Sterilized  capsules  were  opened  aseptically  and  the  contents  of 
each  were  placed  into  a Falcon  plastic  tissue  culture  flask  with  a 
25  cm2  growing  surface.  Five  replicates  of  each  polymer  were  evalu- 


TABLE  I 

Polymers  Evaluated  and  Their  Sources* 


Polymer  Tested 

Abbreviation 

Source 

Poly(acrylic  acid) 

PAA 

Polysciences,  Inc. 

Poly  ( 1 ,2-isopropy  lidene)glycerol 

PIGC-h 

In-House 

cyanoacrylate  (high  M.W.) 

Poly(propiolactone)  (high  M.W.) 

PPL-h 

In-House 

Orion 

O 

In-House 

Poly[L(-J-)lactic  acid] 

PLA-1 

In-House 

Poly  ( propiolactone ) 

PPL 

In-House 

Poly  ( 1 ,2-isopropylidene)glycerol 

PIGC-1 

In-House 

cyanoacrylate  (low  M.W.) 

Poly[methyl  L(-)-)lactyl  2-cyano- 

PMLC 

In-House 

acrylate] 

Nylon  66 

N 

DuPont,  Wilmington,  Del. 

AN/PL  (crude) 

AN/PL 

In-House 

AN/PL  (extracted) 

AN/PL-e 

In-House 

Poly  (acrylamide) 

PA 

In-House 

Poly(caprolactone) 

PCL 

In-House 

Poly(methyl  methacrylate) 

PMMA 

L.  O.  Caulk  Co.,  Milford, 

Del. 

Polyethylene  oxide)  lot  #1120 

PEO 

Union  Carbide 

Teflon  # 10086 

T 

DuPont,  Wilmington,  Del. 

Poly(ethylmethylenemalonate) 

PEMM 

In-House 

Poly(glycolic  acid) 

PGA 

In-House 

Poly  (methyl  2-cyanoacrylate) 

PMC 

In-House 

Poly  (isobutyl-2-cyanoacry  late) 

PIB 

In-House 

• In-house  materials  were  synthesized  at  the  U.S.  Army  Medical  Bioengineering 
Research  and  Development  Laboratory,  Ft.  Detrick,  Md.  21701. 
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at(“d.  Cell  inocula  containing  between  200, (XX)  and  300, (XX)  viable 
L-929  transformed  mouse  fibroblast  cells  (Sanford,  Earle  and  Likely) 
as  previously  described21  were  placed  in  the  tissue  culture  flasks  with 
5 ml  of  Minimum  Essential  Medium  (MEM)  with  0.1  ml  of  1 M 
Hepes  Buffer.  Flasks  were  incubated  at  37°C  for  48  hr  and  ob- 
served at  least  twice  during  the  incubation  period  for  changes  in 
their  normal  growth  pattern.  At  the  end  of  the  incubation  period, 
colls  were  harvested,  counted  and  the  population  doublings  deter- 
mined by  the  following  formula  similar  to  that  described  by  Massie, 
Baird,  and  Samis22: 

P.D.  = In  (N/N 0)/0.693 

where  N = number  of  cells  after  48  hr  and  N„  = number  of  viable 
cells  in  the  inoculum.  Percent  cell  viability  was  determined  by  ex- 
posing cells  to  trypan  blue  and  then  counting  both  the  total  cells 
and  the  number  viable  microscopically  using  a homocytometer. 
Total  cell  counts  were  determined  by  modification  of  a turbidity 
technique  described  by  Grinwell  and  Spore.23  Coll  aliquots  were 
suspended  in  calcium-magnesium-free  phosphate-buffered  saline24  in 
a cuvette,  and  an  absorbance  reading  was  taken  on  a Bauseh  & 
Lomb  Spectronic  20  at  020  m/i.  The  absorbance  was  converted  to 
a total  cell  count  from  a previously  calibrated  curve.  The  total 
number  of  viable  cells  was  obtained  by  multiplying  the  percentage 
of  viable  cells  times  the  total  count. 

Several  powdered  polymers  were  blindly  evaluated  along  with 
three  controls.  All  the  polymers  could  not  bo  simultaneously  evalu- 
ated; however,  each  timer  any  of  the  polymers  were*  tested,  both  a 
control  (no  polymer  added)  and  a known  biocompatible  polymer 
(PGA)  were  included  with  each  test  group.  The  data  obtained  for 
each  test  group  were  evaluated  by  an  analysis  of  variance.39  The 
mean  P.D.  values  of  the  test  polymers  were  compared  to  those;  of 
the  control  and  PGA  to  determine  if  there  was  a significant  differ- 
ence (a  = 0.05). 40  Depending  on  the  statistical  evaluation,  each 
individual  compound  was  placed  in  one  of  three;  cytotoxicity  classes: 

I.  Nemeytejteudc;  mean  P.D.  was  not  significantly  less  than  the 
centred  and  PGA  values. 

II.  Mejde'ratedy  cytotejxic;  mean  P.D.  was  significantly  le;ss  than 
be)th  the  centred  and  PGA  cultures. 

III.  Cytedejxic;  all  the  cedis  were;  killed,  whern  exposed  te>  the;  pedymer. 
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The  correlation  between  the  in  vitro  and  in  vivo'"  results  was 
determined  by  the  Spearman’s  rank  correlation  method.39 

RESULTS 

Results  of  the  in  vitro  evaluation  of  the  various  polymers  are  sum- 
marized in  Tables  II  and  III.  Microscopic  observation  are  tabu- 
lated in  Table  II  and  mean  I’.D.’s  for  each  polymer  are  listed  in 
Table  III  with  their  respective  control  and  RGA  cultures.  Statistical 
significance  of  differences  from  respective  control  and  PGA  values 
are  indicated  in  Table  III  along  with  toxicity  groups  for  all  polymers. 


TABLE  II 

Polymer  Cytotoxicity:  Microscopic  Observations* 


Polymer 

Observation  Nos. 

Observations 

PPL-h 

1 

1. 

Normal  cell  attachment  with 

PPL-h 

1 

normal  growing  cells  through- 

PPL 

1 

out  48  hr  test  period. 

N 

1 

2. 

A few  cells  attached  initially. 

T 

1 

3. 

The  few  cells  that  attached 

PLA-1 

1 

appeared  to  grow  normally. 

PEO 

1 

4. 

lew  cells  attached  after  48  hr. 

PA 

1 

5. 

All  cells  in  medium  dead. 

PCL 

1 

6. 

All  cells  attached  to  growing 

() 

L 

surface  dead  after  48  hr. 

AN/PL 

1 

7. 

Cell  clumping. 

AN /PL 

2,3 

8. 

No  cells  attached  to  growing 

A\/PL-e 

2,  a 

surface. 

PMMA 

L ll 

9. 

Had  a sudden  pH  change  to 

PMLC 

7,  8,  10 

5.2. 

PIOC-h 

4 

10. 

Had  several  variable  cells  in 

PIGC-1 

2,  5,  6,  7 

medium  after  48  hr. 

PICC-1 

2,  5,  6,  7 

11. 

Polymer  adhered  to  cells. 

PA  A 

5,  8,  9 

PMC 

5,  7,  8 

PEM  M 

2,  6,  6,  7 

(PIBC) 

I 

(PMC) 

5,  7,8 

(PGA) 

1 

Controls 

1 

* Materials  in 

parentheses  were 

evaluated 

as  knowns;  all  others  were  tested 

as  unknowns. 
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TABLE  III 

Results  of  in  vitro  Experimentation 


Mean 

P.I). 

Mean  P.I)." 
of  Respective 

Significan 
Less  Th 

tly" 

an 

Toxicity 

Class 

Polymer 

Control 

PGA 

Control 

PGA 

PPL-h 

2.7 

2.7 

2.0 

No 

No 

I 

PPL-h 

2.1 

2.2 

2.6 

No 

No 

I 

PPL 

2.1 

1.8 

1 .4 

No 

No 

I 

N 

1 .9 

2.0 

1 .9 

No 

No 

I 

T 

2.1 

2.2 

2.2 

No 

No 

I 

PLA-1 

1.6 

1.8 

1 .4 

No 

No 

I 

PEO 

2.1 

2.2 

2.2 

No 

No 

I 

PA 

2.0 

2.8 

2.1 

Yes 

No 

I 

PCL 

2.1 

2.8 

2.1 

Yes 

No 

I 

0 

2.1 

2.7 

2.0 

Yes 

No 

I 

AN  /PL 

2.1 

1 .9 

1 .6 

Yes 

Yes 

II 

AN /PL 

0.6 

1.5 

1 .4 

Yes 

Yes 

II 

AN-PL-e 

1 .2 

2.8 

2. 1 

Yes 

Yes 

II 

PMMA 

b 

2.2 

2.2 

Yes 

Yes 

II 

PMLC 

c 

2.8 

2.1 

Yes 

V'es 

II 

PIGC-h 

0.4 

1.5 

1 .4 

Yes 

Yes 

II 

PIGC-e 

0.9d 

2.8 

2.1 

Yes 

Yes 

III 

Pit  1C-1 

e 

2.8 

2.1 

Yes 

Yes 

III 

PAA 

0 

1.9 

1 .7 

Yes 

Yes 

III 

PMC 

e 

2.8 

2.1 

Yes 

Yes 

III 

PEMM 

e 

2.2 

2.2 

Yes 

Yes 

III 

PIBC' 

2.0 

2.4 

2.8 

Yes 

Yes 

II 

PMC 

e 

2.4 

2.8 

Yes 

Yes 

III 

PGA* 

2.0* 

2.0 

2.0 

No 

— 

I 

* Significant  differences  were  determined  by  analysis  of  variance  and  least 
significant  difference  testing  (a  — 0.05). 

b The  polymer  adhered  to  the  cells  and  the  P.I).  could  not  be  evaluated  by 
the  optical  density  technique.  By  microscopic  evaluation,  the  population  was 
determined  to  be  significantly  less  than  the  control  and  PGA  I\l). 

c After  48  hr  no  cells  were  on  growing  surface;  however,  approximately  70% 
of  cells  in  medium  were  viable.  The  P.I).  could  not  be  calculated  the  same  way 
and  since  there  was  evidence  of  some  cytotoxicity,  it  was  placed  in  Class  II. 

H Had  a P.I).  of  0.9;  however,  all  the  cells  were  dead  that  were  on  the  growing 
surface.  Therefore,  it  was  placed  in  Class  III. 

* All  cells  were  killed  and  became  detached  from  the  growing  surface.  The 
P.I).  had  no  meaning. 

1 Polymer  that  was  evaluated  as  a known  while  all  others  were  evaluated 
blindly. 
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TABLE  IV 

Comparison  of  Polymer  Toxicity  from  Literature  to  Experimental  Toxicity 

Toxicity  from  Experimental 

Literat  ure  Toxicity  Class 


Polymer 

in  vitro 

in  vivo 

References 

in  vitro 

in 

vivo * 

N 

X-.M 

X-.M 

1 ,25-27 

I 

(X) 

I 

(N) 

T 

X-M 

X-M 

25,26,28 

I 

LX) 

II 

(M) 

PLA-1 

X 

X 

10,2!) 

I 

LX) 

I 

(X) 

PEG 

X-M 

X 

26 

I 

LX) 

I 

LX) 

PA 

X 

30 

I 

LX) 

I 

LX) 

O 

M 

1 

I 

LX) 

II 

(M) 

PM.MA 

M 

X-M 

to 

II 

LM) 

II 

(M) 

PAA 

X 

X 

32 

III  (T) 

III  (T) 

PMC 

T 

T 

20,28,33-35 

III 

(T) 

III  (T ) 

PIBC 

M-5 

M 

7,20,34,36 

II 

LM) 

II 

(M) 

PC  A 

X 

X 

21,28 

I 

(X) 

I 

LX) 

» Results  of 

in  vivo  experiments 

of  Courlay  et  al.ls 

X ote : X — 

in  vitro  little  or  no 

growth  inhibition, 

in  vivo 

slight 

or  no  tissue 

reaction;  M — in  vitro — moderate  growth  inhibition,  in  vivo — moderate  tissue 
reaction ; T — in  vitro — extensive  growth  inhibition,  in  vivo — severe  tissue  reaction 


Table  IV  lists  results  of  polymer  toxicity  reported  in  the  literature 
for  many  of  the  polymers  that  were  evaluated  in  this  study.  It  also 
lists  the  results  of  in  vitro  and  in  vivo  experiments  for  these  polymers 
from  this  study  and  a previous  study.18 

Table  V lists  the  in  vitro  and  in  vivo1"  toxicity  classification  for 
additional  laboratory  polymers  evaluated  by  both  methods  for  which 
comparative  values  could  not  be  found  in  the  literature. 

The  Spearman  rank  correlation  coefficient  for  the  in  vivo  versus 
in  vitro  data  was  0.08  and  was  significantly  different  from  0 (a  = 0.05). 
Table  VI  represents  a scatter  diagram  of  the  data. 

DISCUSSION 

Observations,  both  gross  and  microscopic,  made  over  the  48  hr  of 
the  experiment  were  an  important  aspect  of  this  method  because 


* PC  A was  used  as  a negative  control  in  each  test  group.  The  mean  P.D.’s 
of  the  PGA  and  control  for  the  various  test  groups  were  compared  by  a paired 
/-test  and  found  not  to  be  significantly  different  (a  — 0.05). 


TABLE  V 

Experimental  Toxicity  of  Laboratory  Polymers 


Polymer 

in  vitro 

Toxicity  Group 

in  vivo 

Toxicity  ( iron  ft 

PPL-h 

1 

II 

PPL-h 

I 

II 

PPL 

I 

III 

PCL 

I 

II 

AN /PL 

II 

II 

AN/PL-e 

11 

III 

PMLC 

II 

II 

PIGC-h 

II 

III 

PIGC-l 

III 

II 

PIGC-l 

III 

II 

PE. MM 

III 

II 

TABLE  VI 

Scatter  Diagram  of  in  vitro  Toxicity  Class 

vs.  in  vivo  Toxicity  Class" 

in  vivo 

in  vitro 

I 

II  III 

I 

5 

5 1 

II 

4 2 

III 

,'i  2 

* Numbers  in  the  columns  represent  the  number  of  samples  that  fell  into  each 
category. 


they  allowed  detection  of  deviations  from  expected  cell  behavior 
and  gave  a more  complete  picture  on  the  interaction  between  the 
cells  and  polymer.  For  instance,  the  polymer  J’AA  has  been  re- 
ported to  be  nontoxic.32  However,  from  Table  II  it  can  be  seen 
that  based  on  the  tests  conducted  in  this  study,  it  falls  into  the 
cytotoxic  class,  it  was  noted  (Table  II)  that  this  particular  polymer 
inducted  a sudden  drop  in  pH  to  5.2  which  appeared  to  be  responsible 
for  killing  all  the  cells.  Peters  et  al.32  found  no  growth  inhibition 
when  they  used  0.8  mg  of  PA  A;  in  this  experiment  we  used  10  mg. 
Therefore,  from  these  observations  of  the  cliange  in  pH  and  the 
previous  observations  that  the  polymer  is  nontoxic,  it  is  assumed 
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that  the  solubility  and  acidity  of  the  polymer  overwhelmed  the  buf- 
fering capacity  of  the  tissue  culture  system. 

PIGC-1  was  one  of  the  duplicate  samnles  in  the  evaluation.  In 
one  of  the  PIGC-1  samples,  the  dead  cells  did  not  become  detached 
from  the  growing  surface;  thus,  the  test  would  have  given  erroneous 
results  if  the  classification  had  been  based  on  the  1M).  value  alone 
since  the  final  cell  count  was  not  corrected  for  dead  cells.  However, 
on  microscopic  observation  of  the  flasks  prior  to  the  termination  of 
the  experiment,  it  was  noted  that  the  cells  still  attached  to  the 
growing  surface  were  not  normal  and  staining  with  trypan  blue 
showed  that  all  these  cells  were  dead.  On  the  basis  of  this  obser- 
vation, the  PIGC-1  was  placed  in  the  cytotoxic  group. 

One  other  polymer  (IWILC)  was  observed  to  interact  with  the; 
cells  differently  than  the  others.  IWILC  prevented  the  cells  from 
attaching  to  the  growing  surface  and  yet  did  not  kill  all  of  the  cells. 
At  the  end  of  4H  hr,  approximately  10%,  of  the  cells  in  the  medium 
were  viable.  A P.D.  couldn’t  be  determined  by  the  usual  method 
and  since  30%  of  the  cells  were  dead,  the  polymer  was  placed  in  the 
moderately  toxic  classification.  The  above  three  examples  show 
that  microscopic  observations  during  the  experiment  were  an  impor- 
tant aspect  and  were  crucial  to  the  outcome  of  this  experiment. 

Powdered  PGA  was  chosen  as  a negative  control  because  in  pre- 
vious experience21  it.  was  shown  to  be  nontoxic  to  tissue  culture  cells. 
Due  to  physical  limitations  of  facilities,  all  of  these  polymers  could 
not  be  simultaneously  evaluated.  Therefore,  the  large  group  of 
polymers  was  broken  up  into  subgroups  and  evaluated  at  different 
times.  When  each  group  of  polymers  was  evaluated,  PGA  was  in- 
cluded as  a negative  control  along  with  a control  culture  containing 
no  polymer.  In  some  experiments,  the  P.D.  of  the  control  and 
PGA  differed.  However,  over  the  course  of  the  entire  series  of  ex- 
periments the  mean  P.D.’s  of  PGA  and  control  did  not  differ  sig- 
nificantly as  determined  by  a paired  /-test  at  a = 0.05.  Since  PGA 
was  considered  nontoxic,  it  was  assumed  that  any  polymer  which 
was  not  significantly  different  by  analysis  of  variance  at  a = 0.05 
from  its  respective  control  and  PGA  values  was  also  nontoxic. 

All  of  the  polymers  listed  in  Table  III  were;  evaluated  blindly 
except  PIBC,  PMC,  and  PGA,  as  indicated  by  footnote  f for  this 
table.  There  was  no  P.D.  for  polymers  EMM,  PMC.M,  PA  A and 
PIGC-I  (one  of  the  duplicate  samples)  since  they  killed  all  the  cells 
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and  caused  them  to  detach  from  the  growing  surface.  A mean 
P-D.  for  PMMA  could  not  be  calculated  on  the  basis  of  these  ex- 
periments because  the  polymer  adhered  to  the  cell  surface  and  could 
not  bo  washed  off.  Since  this  would  load  to  an  erroneous  P.D. 
determination  by  increasing  the  absorbance  reading,  PMMA  was 
classified  as  a moderately  cytotoxic  compound  on  the  basis  of  micro- 
scopic examination  of  the  culture  flasks,  which  indicated  that  the 
cell  population  size  for  PMMA  was  consistently  less  than  the  control 
and  PGA  cultures. 

Documentation  of  the  reproducibility  of  these  experimental  meth- 
ods is  provided  by  the  finding  that  the  toxicity  classifications  for 
each  of  the  duplicate  polymers  (PPL-h,  AN/PL,  and  P1GC-1)  were 
identical  (Table  III).  There  is  good  agreement  generally  between 
the  results  of  this  experiment  and  results  reported  by  other  investi- 
gators (Table  IV).  It  is  felt  that  this  method  is  reliable. 

The  correlation  between  in  vitro  and  in  vivo  data  (Tables  IV  and  V) 
is  significant  (a  = 0.05)  with  a Spearman’s  rank  correlation  coeffi- 
cient of  0.60.  Table  VI  displays  some  of  the  data  contained  in 
Tables  IV  and  V in  a type  of  scattergram.  If  perfect  correlation 
wen*  to  exist  between  the  in  vitro  and  in  vivo  data,  the  numbers  in 
Table  VI  would  have  appeared  only  in  blocks  I-I,  II-II,  and  III-III. 
Even  though  the  correlation  coefficient  was  significant,  it  can  be  seen 
from  Table  VI  that  the  correlation  was  not  perfect.  Leininger1  has 
stated  that  no  compound  which  is  nontoxic  in  vitro  will  be  toxic  by 
intermuscular  implantation.  In  these  studies,  one  compound  (PPL) 
was  found  to  be  nontoxic  in  the  in  vitro  test  and  toxic  in  the  in  vivo 
evaluation.  Spangberg  and  Langeland5  state:  “a  material  which  is 
toxic  in  vitro  can  always  be  expected  to  cause  tissue  irritation.  Low 
toxicity  in  vitro,  however,  is  not  equal  to  low  tissue  irritation.”  The 
data  presented  in  this  paper  better  support  this  latter  statement. 
All  of  the  compounds  that  were  moderately  toxic  or  toxic  in  the  tissue 
culture  evaluation  (Table  VI)  produced  a moderate  or  extensive 
tissue  reaction  in  the  rat  intermuscular  implantation  studies.18 

In  conclusion,  the  in  vitro  test  described  in  this  paper  and  the 
in  vivo  test,  described  previously,  by  themselves  did  not  completely 
agree  with  reported  results  for  the  compounds  tested.  When  the 
two  tests  were  used  together,  they  were  in  closer  agreement  with  the 
reported  results.  Therefore,  it  is  suggested  that  in  toxicity  testing 
of  materials,  one  should  not  rely  on  just  one  test  alone88  but  should 
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utilize  a battery  of  tests.  Tue  methods  described  in  this  and  a 
previous  paper18  are  screening  tests  aimed  at  eliminating  cytotoxic 
materials  eariy  in  their  development  phase.  They  cannot  replace 
nor  are  they  intended  to  replace  the  long-term  animal  studies  which 
are  required  prior  to  human  usage  of  a material. 

In  conducting  the  research  described  in  this  report,  the  investigators  adhered 
to  the  “Guide  for  Laboratory  Animal  Facilities  and  Care,”  as  promulgated  by 
the  Committee  on  the  Guide  for  Laboratory  Animal  Facilities  and  Care  of  the 
Institute  of  Laboratory  Animal  Resources,  National  Academy  of  Sciences — 
National  Research  Council. 

The  opinions  or  assertions  contained  herein  are  the  private  views  of  the  authors 
and  are  not  to  be  construed  as  official  or  as  reflecting  the  views  of  the  Department 
of  the  Army  or  Department  of  Defense. 
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